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ABSTRACT 


Dielectric characterization is very essential before the material can be 
utilized in designing microwave networks. Circular cylindrical resonators 
have been widely used for material characterization, but it is not a preferable 
design during the measurement of liquid samples as the sample placement 
requires repetitive process of opening and closing the lid of the cavity. This 
repetition procedure easily affects the accuracy of measurement and may 
lead to a measurement error. In this study, a rapid and less measurement 
procedure of liquid material characterization is proposed. The proposed 
rectangular resonator design is far more convenient and easier to handle as it 
does not require complex sample preparation. Considering electric field 
leakage, a hole is designed at the top of the cavity to ease the inserting 
process of sample. A 5-GHz prototype of a rectangular resonator is designed 
and fabricated to measure a liquid sample. Complex scattering parameters 
are measured using a vector network analyzer before the dielectric properties 


are estimated using an inverse technique. The dielectric properties of 
distilled water are measured to demonstrate the practicality of the proposed 
measurement technique. As a result, the measured dielectric properties of 
distilled water show a reasonable agreement with the values from other 
literature. 
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1. INTRODUCTION 

The rapid expansion of wireless networking, communication [1], radar, and medical systems [2], [3] 
necessitated the development of novel materials in radio frequency (RF) and microwave engineering. 
Apart from the geometry and design of devices, microwave design is heavily influenced by the dielectric 
characteristics of materials. Consequently, accurate measurement in material characterization is critical for 
RF/microwave engineering as well as for low frequency applications such as insulator development. 

Many researchers have developed microwave sensors and measurement techniques for material 
characterization that are based on free-space, transmission line and resonant methods. The free-space method 
is grouped under the non-destructive and non-contact dielectric measurement methods that are applicable in 
material characterization [4]-[6]. A sample is placed between the transmitting and receiving antennas, which 
are typically horn antennas. Scattering parameters can be measured using a vector network analyzer (VNA). 
This method does not require sample machining but is easily affected by the noise due to the open system. 
Another closed system technique used in material characterization is the transmission line. The benefit of this 
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technique is that it allows the analysis of the fluctuation of electrical characteristics of substrate samples 
against temperature. The disadvantage of this technique is that even a tiny air gap could affect the accuracy 
of the measurement. Transmission lines could be classified into four types, which are coaxial, microstrip, 
waveguide and stripline. Waveguide is a commonly used technique [7]-[9] in the transmission line method 
since the sample preparation is less complicated compared to coaxial, microstrip and stripline. 
In the waveguide technique, the sample is placed in the waveguide to fill the corresponded band’s height 
where either complex transmission or reflection parameters or both are needed for complex permittivity 
extraction. Meanwhile, the resonant method [10]-[13] outperforms the free-space and transmission line methods 
in measuring low-loss materials, while the other methods provide high accuracy in measuring moderate-loss 
materials [14], [15]. This is because the cavity of the resonator is filled with the sample, and the difference 
in resonance frequency and quality factor is measured [16], [17]. The disadvantage of using a cavity resonator 
is that it is only applicable in a narrow band and the sample to be tested must be machined precisely [18]-[20], 
where the cavity of a circular cylindrical must be filled by the sample so that there is no air gap. Air gaps may 
cause errors in the evaluation of material, so it is important to make sure the sample is fitted into the cavity. 
In addition, the sample under test is inserted into the cavity by opening the lid of the cavity. The sample 
insertion may lead to uncertainty in the placement of material when preparing the measurement setup. 
This is because the material might move and not exactly be at the center, which may cause a tiring measurement 
procedure in the evaluation of the material and lead to systematic error. For liquid material, dielectric probes 
have been commonly used for determining permittivity, but this open system technique is not free of errors 
since there is a lot of noise between the end of the coaxial probe and the sample [21]. Therefore, the purpose 
of this paper is to design a rectangular waveguide resonator capable of measuring the complex dielectric 
permittivity of liquid materials with a sample slot for easier measurement. This design will be validated 
by analysing distilled water, a widely used material. 

The remaining of this work is structured as follows. The overall architecture of the rectangular 
resonator cavity is highlighted in section 2. The section 3 presents analyses of sample placement, dimensions, 
and range of sample characterization. Then, in section 4, the method of material characterization is described. 
Section 5 then shows the measurement setup and material characterization results. Finally, 
in section 6, we brought our work to a conclusion. 


2. DESIGN OF RESONATOR 
2.1. Design of rectangular cavity 

The basic concept of the rectangular waveguide and the rectangular resonator cavity are similar. 
The design in this work is extended from [11], where the resonant frequency for this work is 5 GHz and 
the material under test (MUT) is in liquid form. The odd mode is preferable for measurement so that 
expressions of the resonant frequencies of a rectangular cavity and the unloaded Q of the TEmnı mode are 
derived. The transverse modes used in the cavity resonators will provide the different dimensions, resonant 
frequencies, and Q values. In order to fabricate the real design of a cavity resonator, it is important to first define 
the dimension of the cavity. There are several methods implemented for defining the dimension of the cavity. 
The resonant frequencies for the general TEmo modes, f, of a cavity can be derived from the equation in [22]. 


4T 


a (1) 


C 


f = aa (E 


Where, a is the width and d is the length of the cavity while c, € and u are speed of light, permittivity, 
and permeability of air, respectively. The equation is derived in order to create a mode chart. The x-axis 
and y-axis parameters of the mode chart are obtained from the derivation equation (1). 


(2af,)* = (3k)? + UO? (2) 


(2af) is the y-axis and (ada) is the x-axis for the mode chart. The mode chart for the design is plotted 
by considering the cavity without the input and output waveguides. A mode chart is generated and reduced 
to show certain modes, as shown in Figure 1. In this method, a mode is chosen in order to obtain 
the values of æ and @ The ratio of the dimensions æ to is chosen from the horizontal axis and the value 7 
can be obtained by using simultaneous calculation. A mode is chosen from the uncrowded region of the graph 
in order to avoid overlapping with other unwanted modes. If a mode is chosen from the crowded region, 
a slight change in the dimension values will cause the mode to change to another nearby mode. 
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2.2. Design of resonator with input and output waveguide 

The resonator cavity is connected to the input and output waveguides through the windows or irises. 
Figure 2 illustrates the sample with a rectangular cross-section which is placed in a rectangular resonator 
cavity. The sample may be a high or low-loss dielectric material and will affect the resonant frequency 
and Q-factor. When the permittivity sample is loaded into the cavity, the resonant frequency will shift 
to a lower frequency. Due to the geometrical design and sample placement restrictions, the samples may 
require very specific machining to fit the conventional cavity. In this work, to ease the sample inserting 
process during measurement, a hole with a diameter of less than 4/4 is designed at the top of the cavity 
to avoid leakage of the electric field. 


2.0E+18 
1.6E+18 
1.2E+18 


N 


N 8.0E+17 


===TE109 


4.0EH7 by: z --- TE206 
i —TE304 





0.0E+00 





Figure 1. Mode chart Figure 2. MUT placed in rectangular resonator cavity 
and dimension of cavity with waveguide attached 


The dimensions of the cavity resonator are shown in Table 1. To avoid the problems of insufficient 
Q-factor and too small transmission wave, a rectangular resonator cavity with adjustable windows, W;, is used. 
The narrower window is used to get a higher value of external Q. Wide windows have a lower Q-factor than 
narrower windows, implying that a high Q-factor might result in a low rate of energy loss. Analyses of sample 
placement and dimension are presented in section 3. 


Table 1. Optimized parameters for the rectangular resonator cavity 


Parameter Optimized values (mm) 
Length of cavity, d 200.07 
Width of cavity, a 112.11 
Length of iris, L; 0.10 
Width of waveguide, W, 47.55 


3. PARAMETRIC ANALYSIS OF SAMPLE POSITION, DIMENSION AND PROPERTIES 

The MUT will be inserted into the sample container as shown in Figure 3. This position of the MUT 
with the sample container is analyzed in this section to identify the best position for minimizing the electric 
field leakage. Meanwhile, analysis of MUT dimension is necessary to find an optimum size of sample 
since a large sample of high-loss material will absorb the signal, which will cause too low a transmission level. 
Then, the range of sample properties that could be characterized by this model is determined by analyzing the 
effect of complex permittivity changes toward resonant frequency and Q-factor. As a material container, 
polylactic acid (PLA) with a relative permittivity, e'pLa = 2.615 and loss tangent, tan ô = 0.025 is utilized. 
The height of the material is set at the same height as the G-band waveguide. For analysis purposes, 
the material is set to have the same complex permittivity as distilled water, whose permittivity, ¢’ is equal 
to 76.7 and tan ô is 0.157 [22]. The analysis model used is the same as shown in Figure 2. 


3.1. Effect of MUT position 

In the scenario of measuring high-loss materials, the sample is preferable to be placed between four 
electric field distributions to get the weakest point of the electric field [7]. Figure 4 shows the changes in S21 
when the position of MUT is changed around the weakest point of electric field distributions. For the TE304 
mode, the weakest point of the electric field is not at the center of the cavity, but it is located between four 
centered electric field distributions, which is 28.03 mm from the center of the cavity. Based on Figure 4, 
the resonant frequency is larger than 5 GHz when the MUT is located at 16.02 mm, 18.69 mm, and 22.42 mm 
from the weakest point of electric field distribution, which will lead to difficulty in determining the complex 
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permittivity since the resonant frequency for an unloaded cavity is 4.99 GHz. Thus, we choose the position 
when MUT is placed at 28.03 mm from the weakest point of the electric field distribution since the level of 
transmission is still acceptable for measurement purposes and does not drop to noise level. 








Figure 3. Sample container 


3.2. Effect of MUT dimension 

The dimension of the MUT is critical, and an analysis must be performed because S21 may drop into 
the noise level if the energy absorption rate of the material is high. The result plotted in Figure 5 shows the 
changes in the resonant frequency of S21 for different values of the length and width of the MUT. Length and 
width are set to be same (L; = W;). As can be observed, the changes in frequency compared to the resonant 
frequency of the unloaded cavity (4.99 GHz) are more significant when the dimension is 4x4 mm, while the 
others show inconsistent changes that may be due to the overlapping of the 7E394 mode with other modes. 
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Figure 4. Changes of $21 parameters due to sample Figure 5. Changes of $21 parameters due to sample 
position dimension 


3.3. Robustness of the purpose design toward variety of sample characteristic 

An inverse technique is implied in this work to determine the complex permittivity from the changes 
in resonant frequency, A/f/f, and Q-factor, A(1/Q) [10]. Aff will mainly influence the value of the dielectric 
constant, e’, while dielectric loss, tan ô is influenced by A(1/Q). Thus, the changes in resonant frequency and 
Q-factor are very vital during the inverse technique. Insignificant changes will lead to inaccuracy of complex 
permittivity estimation. The characteristic of Af/f and A(1/Q) towards the relative permittivity and loss 
tangent changes are shown in Figure 6 and Figure 7, respectively. The analyses have been done at the 
resonant frequency of TE304 mode by using computer simulation technology (CST) Studio Suite software. 
It can be observed in Figure 6 that the values of Af/f and A(1/Q) for relative permittivity from 50 to 80 are 
changed significantly which indicates a high permittivity material characterization is affordable using this 
design. Meanwhile, the loss tangent shows significant changes in Afif and A(1/Q) from 0.01 to 1.0 which are 
in the range of high-loss material. 
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Figure 6. Changes of resonant frequency and 
Q-factor due dielectric constant 


4. MATERIAL CHARACTERIZATION TECHNIQUE 
The prototype cavity is used for material characterization. The unknown material parameters are 
determined by solving the inverse problem of the scattering analysis based on CST software. This method 
is conducted by doing measurement and simulation to investigate the accuracy of the estimated complex 
permittivity. Unknown material parameters can be characterized using the prototype cavity by placing them 
inside the cavity where the resonant frequency and Q-factor are extracted from the measured scattering 
parameters. In the simulation, the permittivity of the sample is pre-assigned where the resonant frequency 
and Q-factor are then obtained. The complex permittivity is varied to minimize the difference between the 
resonant frequency and the Q-factor of simulation and measurement. Once the difference is below tolerance, 
the final varied complex permittivity is adopted as the characteristic for the MUT. The full illustration of the 
material characterization technique is shown in Figure 8. 


Determine resonant frequency and Q-factor from 
measurement and simulation 


Calculate Af/f and A(1/Q) from measurement and 
simulation 


Minimize the different of simulated and measured 
resonant frequency by changing epsilon in simulation 


Minimize the different of simulated and measured Q- 
factor by changing loss tangent in simulation 





(Af/f)mea — (Aj/f)sim and 
A(1/Q)mea — A(1/Q)sim 
below tolerance 








Yes 


Figure 8. Flow of material characterization 


Figure 7. Changes of resonant frequency and 
Q-factor due loss tangent 
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5. MEASUREMENT SETUP AND MATERIAL CHARACTERIZATION RESULT 
5.1. Measurement setup 

An experimental setup is assembled to measure the transmission coefficient, S21, as shown in Figure 9. 
In this work, G-band waveguides which support frequencies between 4 and 6 GHz are used to connect 
rectangular cavity. The resonator cavity is then connected to a VNA using coaxial cable and waveguide-to-coax 
adapters. Before measurement, the VNA is first calibrated using a full two-port short-open-load-thru (SOLT) 
calibration. This step is not really necessary since the measurement technique is calibration-independent [7]. 
In this study, distilled water is used as MUT with room temperature set at 25 °C. For each sample, 
201 frequency points at around the resonant frequency were recorded to determine the accurate resonant 
frequency and Q-factor of the TE304 mode. From the measured value, the complex permittivity value is 
estimated using an inverse technique as mentioned in section 4. 


5.2. Measurement result 

Figure 10 depicts the measured $2; characteristics across the G-band frequency range. 
The simulation result is also presented in the figure as a comparison. Then, further detailed measurement of 
mode TE3o4 is done at its resonant frequency, 5 GHz, to extract the Q-factor. Material characterization is done 
at this frequency. The measurements of complex permittivity of distilled water from other researchers who 
are using the open-ended coaxial probe technique are compared and tabulated in Table 2. It can be seen that 
the measured value from the proposed method is in range with the value from Zhadobov et al. [23]. 
Meanwhile, the measurement values of complex permittivity from Xing et al. [24] and Hu et al. [25] 
are slightly higher than the proposed method. This might be due to the drawback of the open-ended coaxial 
probe technique, which is easily affected by the surrounding environment during the measurement. 
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Figure 9. Measurement setup Figure 10. Comparison between simulation and 
measurement 
Table 2. Comparison of complex permittivity of distilled water 
Method Temperature (°C) Frequency (GHz) __Permittivity,e’ _ Loss tangent, tan ô 
Present method 25 4.996 FA ch 0.141 
Open-ended coaxial probe [23] 24 2 to 10 63.00 to 74.0 0.108 to 0.492 
Open-ended coaxial probe [24] 23 2 to6 73.00 to 79.0 0.100 to 0.600 
Open-ended coaxial probe [25] 20 2 to 10 62.76 to 77.5 0.065 to 0.478 


6. CONCLUSION 

In this paper, a fast and easy measurement procedure was proposed to characterize liquid sample 
materials. The measurement setup used the rectangular resonator cavity with a hole at the top of the cavity to 
ease the sample placement during the measurement. Liquid material was filled into the sample container 
before it could be placed in the hole. A complex permittivity value was estimated from the measured resonant 
frequency and Q-factor using an inverse technique. The 5 GHz resonator cavity prototype was designed, 
and its practicality was validated by measuring the dielectric properties of distilled water. According to the 
experimental results, the dielectric property of distilled water was 71.1-j10.03, which confirmed the 
practicality of the proposed measurement technique. 


TELKOMNIKA Telecommun Comput El Control, Vol. 20, No. 2, April 2022: 447-454 


TELKOMNIKA Telecommun Comput El Control o 453 


ACKNOWLEDGEMENTS 

This work was supported in part by the Universiti Malaysia Pahang and the ministry of education 
(MOE) Malaysia under the fundamental research grant scheme (FRGS) with reference 
no. FRGS/1/2018/STG02/UMP/02/1 or RDU190140. This work was also partially funded by the research 
and innovation department with research grants RDU210305 and PGRS200315. 


REFERENCES 

[1] R. Zhang, J. Liu, Y. Wang, Z. Luo, B. Zhang, and J. Duan, "Flexible wearable composite antennas for global wireless 
communication systems," Sensors, vol. 21, no. 18, pp. 1—13, 2021, doi: 10.3390/s21 186083. 

[2] T. Kakutani et al., "Advanced Low Loss Dielectric Material Reliability and Filter Characteristics at High Frequency for mmWave 
Applications," 2020 IEEE 70th Electronic Components and Technology Conference (ECTC), 2020, pp. 653-659, 
doi: 10.1109/ECTC32862.2020.00108. 

[3] A. Raveendran, M. T. Sebastian, and S. Raman, "Applications of microwave materials: a review," Journal of Electronic 
Materials, vol. 48, pp. 2601-2634, Feb. 2019, doi: 10.1007/s11664-019-07049-1. 

[4] X. Zhang et al., "A free-space measurement technique of terahertz dielectric properties," Journal of Infrared, Millimeter, and 
Terahertz Waves, vol. 38, no. 3, pp. 356—365, 2017, doi: 10.1007/s10762-016-0341-2. 

[5] D. K. Ghodgaonkar, V. V. Varadan and V. K. Varadan, "A free-space method for measurement of dielectric constants and loss 
tangents at microwave frequencies," in IEEE Transactions on Instrumentation and Measurement, vol. 38, no. 3, pp. 789-793, 
Jun. 1989, doi: 10.1109/19.32194. 

[6] F. J. F. Goncalves, A. G. M. Pinto, R. C. Mesquita, E. J. Silva, and A. Brancaccio, "Free-space materials characterization by 
reflection and transmission measurements using frequency-by-frequency and multi-frequency algorithms," Electronics, vol. 7, 
no. 10, pp. 3—6, 2018, doi: 10.3390/electronics7100260. 

[7] M.S. B. A. Karim, Y. Konishi, K. Harafuji, and T. Kitazawa, "Determination of Complex Permittivities of Layered Materials 
Using Waveguide Measurements," in IEEE Transactions on Microwave Theory and Techniques, vol. 62, no. 9, pp. 2140-2148, 
Sept. 2014, doi: 10.1109/TMTT.2014.2334554. 

[8] N. Hasan, N. H. Noordin, M. S. A. Karim, M. R. M. Rejab, and Q. J. Ma, "Dielectric properties of epoxy — barium titanate 
composite for 5 GHz microstrip antenna design," SN Applied Sciences, vol. 2, no. 62, pp. 1-8, 2020, doi: 10.1007/s42452-019- 
1801-9. 

[9] N. Hasan, N. S. M. Hussain, N. H. S. A. Razak, A. S. M. Shah, and M. S. A. Karim, "Fabrication and characterization of epoxy 
resin—barium titanate at G-band using waveguide technique," JOP Conference Series: Materials Science and Engineering, 2021, 
vol. 1045, no. 1, pp. 1—9, doi: 10.1088/1757-899X/1045/1/012012. 

[10] S. A. Akbar et al., "An accurate characterization of different water properties using resonant method for underwater 
communication activity,” in Proceedings of the 10th National Technical Seminar on Underwater System Technology, 2019, 
pp. 113—120, doi: 10.1007/978-98 1-13-3708-6_10. 

[11] M.S. Bin Abdul Karim, N. Binti Abu Talip Yusof, and T. Kitazawa, "Scattering analysis of rectangular cavity with input and 
output waveguides and its application to material characterization," 2017 IEEE Asia Pacific Microwave Conference (APMC), 
2017, pp. 588-591, doi: 10.1109/APMC.2017.8251514. 

[12] A. K. Jha, N. K. Tiwari and M. J. Akhtar, "Novel Microwave Resonant Technique for Accurate Testing of Magnetic Materials," 
in IEEE Transactions on Microwave Theory and Techniques, vol. 67, no. 1, pp. 239-248, Jan. 2019, 
doi: 10.1109/TMTT.2018.2880964. 

[13] C. K. Lee et al., "Evaluation of microwave characterization methods for additively manufactured materials," Designs, vol. 3, 
no. 4, pp. 1-17, 2019, doi: 10.3390/designs3040047. 

[14] Z. Akhter and M. J. Akhtar, "Free-Space Time Domain Position Insensitive Technique for Simultaneous Measurement of 
Complex Permittivity and Thickness of Lossy Dielectric Samples," in JEEE Transactions on Instrumentation and Measurement, 
vol. 65, no. 10, pp. 2394-2405, Oct. 2016, doi: 10.1109/TIM.2016.2581398. 

[15] G. Gennarelli, S. Romeo, M. R. Scarfi, and F. Soldovieri, "A Microwave Resonant Sensor for Concentration Measurements of 
Liquid Solutions," in JEEE Sensors Journal, vol. 13, no. 5, pp. 1857-1864, May 2013, doi: 10.1109/JSEN.2013.2244035. 

[16] J. Baker-Jarvis et al., "Dielectric characterization of low-loss materials a comparison of techniques," in IEEE Transactions on 
Dielectrics and Electrical Insulation, vol. 5, no. 4, pp. 571-577, Aug. 1998, doi: 10.1109/94.708274. 

[17] L. Erdogan, C. Akyel, and F. M. Ghannouchi, "Dielectric properties of oil sands at 2.45 GHz with TE; 01; mode determined 
by a rectangular cavity resonator," Journal of Microwave Power and Electromagnetic Energy, vol. 45, no. 1, pp. 15-23, Oct. 
2016, doi: 10.1080/08327823.2011.11689794. 

[18] R. Alahnomi, Z. Zakaria, E. Ruslan, and A. A. M. Isa, "Comparative study of materials characterizationusing microwave resonators," 
Australian Journal of Basic and Applied Sciences, vol. 9, no. 1, pp. 76-85, Jan. 2015. [Online]. Available: 
https://www.researchgate.net/publication/292156806_Comparative_Study_of_Materials_Characterization_using_Microwave_Resonators. 

[19] J. G. D. Oliveira, E. N. M. G. Pinto, V. P. S. Neto, and A. G. D’Assuncgao "CSRR-Based Microwave Sensor for Dielectric 
Materials Characterization Applied to Soil Water Content Determination," Sensors, vol. 20,1 255. 1 Jan. 2020, 
doi: 10.3390/s20010255. 

[20] A. C. Gungor, M. Olszewska-Placha, M. Celuch, S. Smajic, and J. Leuthold, "Advanced Modelling Techniques for Resonator 
Based Dielectric and Semiconductor Materials Characterization," Applied Sciences, vol. 10, no. 23, p. 8533, Nov. 2020, 
doi: 10.3390/app10238533. 

[21] L. Abdilla, C. Sammut, and L. Z. Mangion, "Dielectric properties of muscle and liver from 500 MHz40 GHz," in Electromagnetic 
Biology and Medicine, vol. 32, no. 2, pp. 244—252, Jun. 2013, doi: 10.3109/15368378.2013.776436. 

[22] D. M. Pozar, Microwave Engineering, 4th ed. New York: John Wiley & Sons, Inc, 2011. 

[23] M. Zhadobov et al., "Complex Permittivity of Representative Biological Solutions in the 2-67GHz Range," Bio Electro 
Magnetics, vol. 33, no. 4, pp. 346-355, 2012, doi: 10.1002/bem.20713. 

[24] L. Xing, J. Zhu, Q. Xu, W. Zhen, and J. Zhou, "Possible Liquid Candidates for Liquid Microwave Components," 2019 
International Symposium on Antennas and Propagation (ISAP), 2019, pp. 1-3. 

[25] L. Hu, H. A. Li, and M. Ahmadloo, "Determination of the permittivity of n-Hexane/oil sands mixtures over the frequency range of 200 
MHz to 10 GHz," The Canadian Journal of Chemical Engineering, vol. 96, no. 12, pp. 2650-2660, 2018, doi: 10.1002/cjce.23184. 


Design of resonator cavity for liquid material characterization (Nur Shahira Mat Hussain) 


454 o 


ISSN: 1693-6930 


BIOGRAPHIES OF AUTHORS 


0 
el 
Ô 





3 





Nur Shahira Mat Hussain © E4 P received her B. Eng. in Electrical Engineering 
(Electronic) from Universiti Malaysia Pahang in 2019. Then, she is currently pursuing her 
M.Sc. degree in Applied Electronics and Computer Engineering from the same university 
in 2019. Her research interest includes material characterization using resonant and waveguide 
techniques. She can be contacted at email: MEG19002 @stdmail.ump.edu.my. 


Azahani Natasha Azman © ÉJ P received her Dip. Eng. in Electrical and Electronic 
from Polytechnic Ibrahim Sultan in 2018. Then, she is currently pursuing her B. Eng. (Hons) 
in Electrical Engineering (Electronic) from Universiti Malaysia Pahang in 2018. She can be 
contacted at email: eal 8032 @student.ump.edu.my. 


Nurhafizah Abu Talip Yusof Ok P received her B. Eng., M. Eng. and D. Eng. degrees 
in Applied Electronics from Tokyo University of Science (TUS), Japan in 2011, 2013 and 
2016, respectively. In 2016, she joined Universiti Malaysia Pahang, as a senior lecturer in 
Department of Electrical Engineering, College of Engineering (previously known as Faculty of 
Electrical and Electronics Engineering). She has been involved in nanofabrication area since 
her master’s degree. Currently, she is engaged in the research of microwave engineering, 
antenna design, and communication. She can be contacted at email: hafizahs@ump.edu.my. 


Nur Alia Athirah Hj Mohtadzar © kd P was awarded B. Eng. and M. Eng. degrees in 
Electrical and Electronics Engineering and Advanced Electrical, Electronic and Computer 
Systems Engineering from Ritsumeikan University, Japan, in 2013 and 2015, respectively. She 
works as a lecturer in Universiti Malaysia Sarawak (UNIMAS) since May 2015. Her research 
interests include biomedical engineering, wireless network, sensing system, wearable sensors, 
and health monitoring devices. Most of her research scope is to improve quality of life by 
broadening the efficacy of health monitoring system. She can be contacted at email: 
mnaathirah@ unimas.my. 


Mohamad Shaiful Abdul Karim © &4 P received his B. Eng. (Electrical and 
Electronics), M. Eng. (Advanced Science and Engineering) degree and D. Eng. (Advanced 
Electrical, Electronic and Computer Systems) from Ritsumeikan University, Japan in 2011, 
2013 and 2016, respectively. In 2016, he joined Universiti Malaysia Pahang, as a senior 
lecturer at Department of Electrical Engineering, College of Engineering (previously known as 
Faculty of Electrical and Electronics Engineering). He is currently engaged in the research of 
microwave engineering, communication, and biomedical medical devices. He can be contacted 
at email: mshaiful@ump.edu.my. 


TELKOMNIKA Telecommun Comput El Control, Vol. 20, No. 2, April 2022: 447-454 


